MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM {RECEJVED

EEX2 INTOX EC/IR IT MAINTENANCE REPORT By Carol Day at 8:18 am, Apr 10, 2015
Complete this report at the time of the regular monthly preventive maintenance check {not to exceed 35
days) . Complete thiz report whenever the instrument is serviced or repaired and whenever it 1s placed
into service. Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

INTOX EC/IR II‘ SN m OF AGEHCY DATR OF INSPECTION
12678 Wentzville Yolice Dept. 04/04/2015
TOCATION OF INSTRUMENT (STREET AND CITY) TIHB OF INSPECTION
1019 Schroeder Craek Blv Wentzville _15:45 cpT

CHECKLIAT] Place a mark in the box by each item 1f found to be gatisfactory or 18 opérating within
established limits. (Write in observed values where determined). Unmarked items must be corrected
bafore using instrument.

[E DIAGNOSTIC RECORD

YSI.ANK CHECK 1C03 CHECK
FC 1 TEMP FLOW CHECK
'ﬁﬁc TEMP FCE CHECK
DET TEMP TRC COHP CHECK
TXBT TEMP %CRC CAL CHECK

STD 2 TEMP PRINT TEST
) ETH CHECK

BREATH AWALYZRBR RCCURACY STANDARDS

SIMULATOR SOLUTION COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPPLIER INTOXIMETERS LOT# AG402002 EXP. DATE 01/20/2016
[:]SIMULATOR TEMP (34°C +0.2°C} SIMULATOR S/N SIMULATOR EXP DATE

EgCALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solution. All three tests must be within 15% of the standard value
and must have a apread of .005 or less. Mark the box corresponding to the standard solution being
ugsed, ({PRINTOUT ATTACHELD)

0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1 = 0,101 g/210L TEST 2 & 0,101 g/210L ] TEST 3 ¥ 0.101 g/210L
THDIGATE THE WUMBER OF BREATH TESTS IN THE FOLLOWING RANGRS SINCE THE LAST MAINTENANCE REFORT:

REFUSALS 0 G~.04 1

5-.,189 2 OVER .19 1
T THE TROMENT 10 OFERATE

“BRINT YU RHE )
SCHNEIDER, MATTHEW
[~ TRLECHONE RURHER
{636 ) 327-5105

RETURN COMPLETED REPORT TO THE:
Breath Alcohol Program, Missouri Department of Health and Senior Sexrvices,
goutheast District Office, 2875 James Blvd, Poplar Bluff, MO 63901
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garvices provided on a nondisoriminatoxry basis




Customer Name
intoximeters, Inc.
2081 Cralg Road
St Louls, Mo 63146

Exp. Date
20-Jan-2016

Airgas USA LLC (LAB)
3500 Bernard Street

St Louls, Mo. 63103
Ph: (314) 533-3100
Fax: (314) 533-7328

Certificate of Analysis

Lot # AG402002

Cyl, Type Component
108 Ethanol
Nitrogen

Certlfication Traceable to N.1.S.T. RGM Ethanol Standards:

Serial No,

EE0010581
EBOO10570
EB0010285
EBOD10561
EB0010681

Analytical Method:

Concentration
391.8 ppm
258.8 ppm
209.C ppm
103.7 ppm
52,22 ppm

NDIR

Digitally signed by Qua!ilg Control
13:44:31 -08:00

Date; 2014.01.2

Reason: Dry gas standaid certiffcallon of analysls

Locatlon: Alrgas USA LLC (Lab)

Analyst:

Serlal No,

EB0010603
EB0010559
EB0010625
EB0010562
EB0010579

Test Date: 21-Jan-2014

Certified Concentration
0.100 + 2% BrAC (272 ppm)
Balance

Concentration
. 3982.5 ppm
258.9 ppm
208.9 ppm
104.9 ppm
52,94 ppm

Nyl A lovssin

Rod Marsald

IS0 17025:2005 A2LA accredited. Cerlificate Number 2989.01
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STATE OF M-ISS O UF?I

ls-hereby authorized to instruet and supervise opsrators, trafn Insteuctors; Inspeet, calibrate, perform fleld service and repairs,

and pperaté the following broath anaiyzer(s) _
DATAMASTER, INTOX EC/IER H, ALC Q-SEN SOR v WIPRINTER

for the deteimination of the aleohollc contant ofhioodirom a samp!e af expired aJr. Parmilt Issued under the provismns of sacﬂana
577.020 through 577.041, RSMo and 308,111 through 306,119 KSMo,

onre 12312013 b "";f—»——
_ DIREGTOR OF BTATE PUBLIC HEALTH LABGRATORY
numpgr 230344 D68 Usel

expiRes 12/31/2015 . / acting direstor

DIHEGTOR OF DEPAM’MEVTOF HEALTHAND SENIOR SERVICES T
0 §30-0771 (8-10) ) LAB (R3;10)

Operator sc}mgsnga. mrmsw
Parmilt No. 23
Datp fsaued: 12/3112013 Bale Expfres ‘E2!31i2318




